Supplemental Data
. Relationship between total error (%) calculated by root mean square and TNCs using three automated body fluid cellular analyzers: (A) UniCel DxH 800, (B) XN-350, and (C) UF-5000. The limit of quantification was calculated according to the formula for TE (%), RMS, and TNC, where the TE (%)_RMS was 15.49%.
Abbreviations: TNCs, total nucleated cells; TE (%)_RMS, total error (%) by root mean squares; TE = sqrt(s 2 +Bias 2 ); s, observed standard deviation; bias, observed value against reference method (Neubauer chamber). 
